Met Sensor – SR Audit
Purpose:  This should be done along with all other Met Sensor Checks.

Required Equipment:  Kimwipe
Reference:  SOPMAN


1. Down the channel for SR (solar radiation)

2. Take a clean, moistened Kimwipe and gently wipe across the sensor. (This has a small white plastic cover.)

3. Make sure the sensor is level by the bubble level located on the side of the SR sensor plate.

4. If the SR sensor needs recalibrating, call Plano.

5. Up the channel after completion.
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